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ABSTRACT

The thesis investigates additive RF interferometer sensing technique, which is
highly sensitive compared to other RF sensing methods. First, mathematical descriptions
are given to illustrate how the RF interferometer works. Then an analysis of single
particle passing over a coplanar waveguide in carrier liquid is presented, which poses as a
difficulty to simulation software. The analysis is combined with interferometer
mathematical equations and validated by a particle measurement in an interferometer.
The interferometer sensitivity is enhanced by incorporating filters as sensing devices and
functionally expanded by using the reflection coefficients. In the end, an application of
gas measurement with the RF interferometer is presented. The test system is built and
preliminary results are obtained, which provides guidance for future work.
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CHAPTER ONE
INTRODUCTION

RF sensors have been widely investigated for all kinds of applications such as
process control [1.1], automobile speed and collision avoidance [1.2], biological and
chemical sensing [1.3], etc. RF method has many merits other methods cannot achieve.
For instance, in the biological and medical fields, it is possible to achieve non-invasive
and real time measurement in vivo [1.4]. In indoor ranging, RF identification is low-cost
for mass production and effectively reduces the required computational resources
compared to image or video monitoring methods [1.5]. With the development of high
speed solid state electronics, RF sensors have been developed and commercialized in a
compact and cost effective way. However, the low resolution remains a problem and
challenge for the RF sensors using direct measurements.
The RF interferometer is a unique RF sensor that provides unprecedented high
resolution and sensitivity. As it literally implies, it interferes two signals to form a more
sensitive signal when material under test (MUT) is introduced compared to direct
measuring. The interferometry technique starts from the optical Michaelson
interferometer and most interferometer achievements reside in the optical area. Due to the
high resolution of the interferometry method, RF interferometer has been intensively
applied in astronomy and radar applications. For ease of integration with circuit
technology, RF interferometer mainly uses a mixer to multiply two signals, which bring
noise from active devices.
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In our system, the interferometer contains only passive devices and removes
possible sources of active noise. Destructive interference based on additive signals, which
has a very small magnitude and sensitive to changes, is used. The system has been
applied to dielectric and cell measurements and demonstrates very high sensitivity. It is
capable of obtaining MUT properties measurement results. Our efforts on the additive RF
interferometer applications are discussed with more details in chapter II.
The thesis is organized as following:
Chapter II introduces the development of RF interferometry technique and our
efforts on it. A detailed analysis is given for the operations of RF interferometer. The
analysis could model the frequencies at which the lowest minima would happen. It
predicts the frequency and magnitude shifts when MUT is introduced as well. The
interferometer operation is expanded to include the reflection operation. More general
cases that happen in experiments are discussed. Equations that calculate the quasi-quality
factor of the minima are presented as well.
Chapter III proposes a method that is capable of analyzing a particle or cell
passing in a microfluidic channel over a coplanar waveguide (CPW), which is difficult to
analyze with simulation software. The electrical and magnetic field patterns are plotted
analytically with conformal mapping method. The analysis based on the field patterns is
given then with details. Measurement results with the RF interferometer agree to the
results from analysis.
In chapter IV, two CPW based filters are designed to enhance the local electrical
field and interaction time, thus to improve the interferometer sensitivity. Interferometer
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measurement results, including transmission and reflection operations, are presented to
validate the model given in chapter II. Measurement results are compared to the modeled
results by plugging the broadband data into the system model. We also retrieve MUT
permittivity from measurement results. The results show some agreements and deviations
as well. Further work is needed to improve the accuracy of the proposed method.
Chapter V presents an application of the RF interferometer: volatile organic
components measurement.
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CHAPTER TWO
RF INTERFEROMETER ANALYSIS

In this chapter, we start from the origin of interferometry technique and introduce
the applications and development of RF interferometer. Then the development and
applications of the RF interferometer we use is briefly introduced. In section 2.2 how the
RF interferometer works is discussed in detail and the general mathematical equations
describing the RF interferometer are given.

2.1 Introduction to RF Interferometer
Interferometry is an extensively used technique based on the superimposition of
two waves to extract useful information with high sensitivity. It is more sensitive
compared with direct measuring. The ripple pattern from the interference of two stones
falling into water is a natural example of interferometry. The first engineering application
of the interferometer can be traced to the Michaelson interferometer in the 19th century,
which gave birth to the later optical interferometers [2.1]. With the advent of electronics,
interferometry served as the fundamental of some radar [2.2] and radio astronomy
technologies [2.3], which use mixers to multiply two signals, and provides superior
sensitivity that direct measuring cannot achieve. In astronomy, a resolution of an arc
second (1/3600 degree) has been achieved by a radio interferometer which could work in
a broader RF bandwidth than optical method which is limited only to the visible light
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bandwidth [2.4]. The interferometer using a mixer in the system architecture is also used
to measure phase and amplitude noise [2.5] and spatial displacement [2.6].
Our RF interferometer uses all passive components, such as power divider and
quadratic hybrid instead of mixer, as shown in Fig. 2.1 (a), to superimpose the two split
signals for high sensitivity measurement, which eliminates the noise of active
components. The sensor could be a uniform transmission line, a filter or a resonator in
different situations. The power divider could be replaced by quadrature hybrid. R1 and R2
are attenuators and Φ1 and Φ2 are phase shifters. The components are connected by
coaxial cables and stabilized on a table. We can have one sensor in one branch or have
two sensors in both branches. Fig. 2.1 (b) shows a typical built interferometer.
The basic idea of our interferometer is to make the signals, either transmission or
reflection, of the two branches cancel each other at certain frequencies, thus forming a
minimum level of -80 or -100 dB to amplify the changes caused by the material under
test (MUT). In this way, magnitude change of 0.0001 or even 0.00001 could be reflected
from the measurement results if we could make sure the measured changes are indeed
caused by the MUT. The small magnitude change is difficult to measure directly since it
is smaller than the uncertainty level of network analyzer. Our interferometer started as an
on-chip device, however not tunable [2.7]. The device has been applied to distinguish live
and dead yeast cells passing through a microfluidic channel [2.8]. Later, the
interferometer is developed as an off-chip system containing multiple components as in
Fig. 2.1 [2.9]. A major application is to measure dielectric liquids. 0.05 mg/mL glucose
solution could be distinguished from water [2.10].

5

(a)

(b)
Fig. 2.1 (a) A Schematic and (b) photo of the RF interferometer.
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The same architecture as what we use is adapted by some other groups. For
example, the interferometer is applied to keep track of yeast cell viability [2.11]. The RF
interferometer with only one hybrid quadrature measuring reflection has been applied to
measure extremely large impedance [2.12] and sub-femto Farad capacitance [2.13].

2.2 Analysis of RF Interferometer
In this section, equations describing how the interferometer works are given. We
start from the transmission operation and analyze the more general cases. The quasiquality factor is calculated and a data fitting process is given.

2.2.1 Transmission Operation of Interferometer
Consider the transmission RF signal in Fig. 2.1, which originates from power
divider 1 and observed at power divider 2. Then the transmitted signals of the MUT and
REF branches can be written as
𝑺𝑺𝑀𝑀𝑀𝑀𝑀𝑀 = 𝐴𝐴1 𝑒𝑒 −j𝛽𝛽1 𝑙𝑙1 −𝑗𝑗𝛷𝛷0 ; 𝑺𝑺𝑅𝑅𝑅𝑅𝑅𝑅 = 𝐴𝐴2 𝑒𝑒 −j𝛽𝛽2𝑙𝑙2 −𝑗𝑗𝛷𝛷0

(2.1)

where A1 and A2 are the magnitude of transmission coefficients and they could be
frequency dependent since the system components and the connections are not ideal. The
equivalent transmission lines of length l1,

2

and phase propagation constants β1,

2

are

assumed for the branches. There will be reflections in the connecting junctions and they
have been incorporated in A1 and A2 in (2.1). Φ0 is the non-zero initial phase at DC
frequency for some filters and resonators and it could be factored out if the sensors in the
two branches are symmetrical, which is recommended for simple analysis.
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When the first minimum happens at hundreds MHz or even lower, A1 and A2 can
be assumed frequency independent in an operation band where the one measurement is
conducted. The operation band is usually on the order of several MHz or smaller. Fig.
2.2 is an example of the magnitude and phase slope with frequency in an operation
frequency bandwidth and it shows that such assumptions are reasonable since phase slope
with frequency of two branches in an operation bandwidth is much larger than magnitude
change as shown. Then we can write the interferometer output |S21| as
1

|𝑺𝑺21 (𝑓𝑓)| = �𝐴𝐴1 +𝐴𝐴2 𝑒𝑒 −j𝛷𝛷(𝑓𝑓) �
2

(2.2)

where Φ is the electrical length difference between the two branches; the factor 1/2 is due
to power dividers or quadrature hybrids. For example, the S matrix of power divider is
𝑺𝑺 = −

0 1 1
�1 0 0�
√2
1 0 0
j

(2.3)

Assuming the input is V+, the input is split into two equal parts of -0.707jV+. Then
the output is
−

𝑣𝑣 +
2

�𝐴𝐴1 𝑒𝑒 −j𝛷𝛷1 + 𝐴𝐴2 𝑒𝑒 −j𝛷𝛷2 �

(2.4)

which justifies the half factor in the (2.2). Amplitude change in one branch will be halved
in the final output. One potential way to make amplitude changes more obvious is to use
imbalanced power divider. The Wilkinson power divider at the output end lets even mode
signal pass and dissipates odd mode signal. We can write the two branch signals as a sum
of even and odd signal, with the even part going through lossless and odd part dissipated
by the 100 Ohm resistor in the power divider. Therefore, when A1 is around -A2 (the
destructive interference), the majority of power is absorbed by the resistor with minimal
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Fig. 2.2 Magnitude (solid lines) and phase (dashed lines) of the sensors in an
operation frequency band. The phase of the two branch length difference is
shown as the cyan dashed line.

output. When A1 is around A2 (the constructive interference), the power suffers no loss
due to the power divider thus can achieve almost 0 dB in the output. For the case of
hybrid quadrature, most energy is dissipated in the terminated resistor.
For Φ we have
2𝜋𝜋𝑙𝑙1

𝛷𝛷 = 𝛽𝛽1 𝑙𝑙1 − 𝛽𝛽2 𝑙𝑙2 = � 𝑣𝑣

𝑝𝑝1

where vp1,2 are the equivalent phase velocities.

−

2𝜋𝜋𝑙𝑙2
𝑣𝑣𝑝𝑝2

� 𝑓𝑓 = 𝐶𝐶𝐶𝐶

(2.5)

The coefficient C in (2.5) can be

considered as a constant in an operation frequency band.
If A1 and A2 are not strongly frequency dependent as in Fig. 2.2, |S21|min occurs at
frequencies where the two branches have a phase difference of
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𝛷𝛷 = (2𝑛𝑛 − 1)𝜋𝜋

(2.6)

Equating (2.5) and (2.6), we can predict the frequencies where |S21|min happen or
calculate C from measured |S21|min frequencies. n =1 in (2.6) is considered as the
fundamental operating frequency f1 of the interferometer. The rest frequencies are marked
as fn in the thesis. When MUT is introduced on the sensing area, the sensor induces phase
and magnitude changes, i.e. ΔΦ and ΔA.

ΔΦ will lead to a frequency shift Δf to

compensate the phase change and satisfy the relation of (2.6). Then we have
𝐶𝐶(𝑓𝑓 + ∆𝑓𝑓) − ∆𝛷𝛷 = (2𝑛𝑛 − 1)𝜋𝜋; 𝐶𝐶∆𝑓𝑓 = ∆𝛷𝛷

(2.7)

If ΔΦ is known, such as from direct broadband measurements, then the
interferometer frequency shift Δf can be predicted with (2.7). On the other hand, the
measured Δf can be used to obtain ΔΦ, further to obtain MUT properties.
Equation (2.7) shows that the interferometer in Fig. 2.1 has higher frequency
sensitivity, i.e. larger Δf for a given MUT ΔΦ, when operating at its fundamental
frequency f1. If a second interferometer also operates at f1, but with n≠1, then the
coefficient C will be (2n-1) times larger.

Correspondingly, the electrical length

difference of the two branches in the second interferometer is (2n-1) times that of the first
interferometer. Therefore, its Δf will be (2n-1) times smaller, as reported in [2.14]. More
measurement results are reported in chapter IV.
One may wonder the minimum phase shift the interferometer could detect. If the
1st minimum happens at 1 GHz and we detect a trustworthy frequency shift of 10 kHz,
then 0.0018° change happens on the sensor. It means that the interferometer could detect
phase change to the order of 0.001. Another program is written to find the corresponding
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permittivity change. A 50 Ohm CPW with 10 μm gap is assumed for the program. We
also assume that MUT has a height of 412 μm and length of 472 μm from the example
paper [2.15]. Then it is found that the 0.001° phase change corresponds to a permittivity
change from 1 to 1.01.
The magnitude of |S21|min is half of the difference between A1 and A2
1

|𝑺𝑺21 (𝑓𝑓0 )|𝑚𝑚𝑚𝑚𝑚𝑚 = |𝐴𝐴1 (𝑓𝑓0 ) − 𝐴𝐴2 (𝑓𝑓0 )|
2

(2.8a)

Assume the MUT induced loss that modifies A1 to A1 (1+α), then (2.6a) becomes
1

|𝑺𝑺21 (𝑓𝑓)|𝑚𝑚𝑚𝑚𝑚𝑚,𝑀𝑀𝑀𝑀𝑀𝑀 = |𝐴𝐴1 (𝑓𝑓0 ) − 𝐴𝐴2 (𝑓𝑓0 ) + 𝛼𝛼𝐴𝐴1 (𝑓𝑓0 )|
2

(2.8b)

Equation (2.8) shows that larger A1 and better balance between A1 and A2 yield
higher magnitude sensitivity. In measurements the magnitude changes are usually
accompanied by frequency shift. For example, for a system with a starting level of -60
dB, when MUT is introduced the MUT branch magnitude is A1’ from A1 with fn shifting
to fn’, then the output could be written as
1

1

|𝑺𝑺21 (𝑓𝑓𝑛𝑛′ )|𝑚𝑚𝑚𝑚𝑚𝑚 = |𝐴𝐴1 (𝑓𝑓𝑛𝑛′ ) − 𝐴𝐴1 (𝑓𝑓𝑛𝑛 ) + 𝐴𝐴1 (𝑓𝑓𝑛𝑛 ) − 𝐴𝐴2 (𝑓𝑓𝑛𝑛′ )| ≈ � |𝛥𝛥𝛥𝛥1 | ± 0.001� (2.9)
2
2
There is an ambiguity to the sign of (A1 - A2).

For example both ±0.001

contribute to a |S21|min of -60 dB. Thus, precautions should be taken in measurements to
make sure that such ambiguity is avoided and Δ|S21|min can be used to obtain MUT
information. In measurements, efforts are made to make all minimum go up. If Δ|S21| > 0,
i.e. MUT makes |S21| better; the attenuation of attenuator should be larger than the ideal
point so that the minimum can always go up. Thus +0.001 is used in the analysis. If Δ|S21|
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< 0, i.e. MUT makes |S21| worse; the attenuation of attenuator should be smaller than the
ideal point so that the minimum can always go up. Thus -0.001 is used in the analysis.
We mainly focus on the magnitude from the S parameter measurement. The phase
characteristic sees a sudden change of π at |S21|min. They have the same resolution in
terms of reading the corresponding frequency.

2.2.2 Reflection Operation of Interferometer
The arrangement of the components in Fig. 2.1 allows the tuning of S21 and S11
separately. S11 becomes tunable compared to the system reported in [2.16]. S21 and S11
can be tuned simultaneously to a desired level and to a desired frequency. In stop-band,
filter or resonator has large insertion loss and large reflection, i.e. |S21| ≈ 0 and |S11| ≈ 1.
Destructive interference between the strong reflected waves from the two filters or
resonators in each branch can be achieved at port 1 at a desired operating frequency in
stop-band by tuning the phase shifters along the reflected RF wave paths. Actually, the
reflection from dielectric liquid measurement as in [2.10] and [2.16] with uniform
transmission lines is large enough to be used in reflection operation. The attenuators can
tune |S11|min to a desired level. However, the arrangement in Fig. 2.1 makes it difficult to
use S22 since no tuning mechanisms are available for S22.
For S11 measurement, the analysis of transmission operation in 2.2.1 is also valid
except the electrical length doubles for a certain cable length since the reflected wave
propagates forward and bounces backward from the unmatched position. Therefore, the
Φ in (2.2) has different physical meaning. Reflections between the power divider and
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vector network analyzer (VNA) port 1 also need to be incorporated in the equation and it
required that the power divider has decent match. Power dividers could be replaced by
quadrature hybrids and they function similarly.

2.2.3 General Analysis of Interferometer Transmission Operation
However, the analysis of section 2.2.1 fails when A1 and A2 are strongly frequency
dependent. A1 and A2 in (2.1) should be written as A1 (f) and A2 (f) in reality. A possible
source of strong frequency dependence is the sharp skirts of filters or resonators. All
possible situations to (2.2) are categorized according to the number of frequency
dependent variables in Table 2.1.
Case 1 is exactly the case we analyzed in 2.2.1. Case 2 is the situation where, one
of the magnitudes, e.g., A1 and the phase different Φ are frequency independent. Then we
can write the output as
1

𝑺𝑺21 (𝑓𝑓) = 2 �𝐴𝐴1 +𝐴𝐴2 (𝑓𝑓)𝑒𝑒 −j𝛷𝛷 �

(2.10a)

For ease of analysis, we find the square of (2.9a) as below when Φ is around -π
1

1

|𝑺𝑺21 (𝑓𝑓)|2 = [𝐴𝐴1 − 𝐴𝐴2 (𝑓𝑓)]2 + 𝐴𝐴1 𝐴𝐴2 (𝑓𝑓)𝛷𝛷2
4
4

(2.10b)

According to law of cosine, when A2 (f) = A1cosΦ the output is minimum
1

|𝑺𝑺21 (𝑓𝑓)|2𝑚𝑚𝑚𝑚𝑚𝑚 = 𝐴𝐴12 𝑠𝑠𝑠𝑠𝑠𝑠2 𝛷𝛷
4

(2.11)

Fig. 2.3 is an example of this situation. It happens when the first |S21|min
corresponding frequency is large, for example around 3 GHz as in the Fig. 2.3 and a
magnitude frequency dependent filter is used in MUT branch. The minimum shifts up
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TABLE 2.1
All cases of interferometer in terms of frequency dependent variables (marked by tick).
Case

A1

A2



1


2
2

Φ







3
3



4








Fig. 2.3 Measurement results of |S 21 | min when f 0 is ~ 2.95 GHz.
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and down instead of left and right when phase change happens on the sensor as shown.
This is verified by the equations above. The analysis also explains why two adjacent
minima close to each other are observed in measurement since it is possible that multiple
frequency points are satisfactory of the condition of (2.11).
Case 3 is the situation in which one of the magnitudes, e.g., A1 is constant and the
rest are frequency dependent. Case 4 is the situation that all variables are frequency
dependent. Case 3 and 4 are combinations of case 1 and 2. In reality, the system will be
case 3 or 4, which can dissembled to the sum of case 1 and 2 and it is very complex to
analyze. However, we could approximate the practical system to case 1 or 2 for analysis
in measurement: when 2 branch electrical length different is large and dominant, the
constant magnitude assumption, i.e. case 1, is valid; when 2 branch electrical length come
closer and the magnitude frequency dependence is dominant, case 2 has to be considered.
Fig. 2.2 is an example of approximation to case 1 and it is reasonable since the magnitude
variations are much smaller than the phase variation.

2.2.4 Quasi-Quality Factor of Interferometer
For the interferometer in section 2.2.1, the |S21|min we use has a nominal quality
factor, i.e. the ratio of the center frequency fn to the 3-dB bandwidth. However, the
quality factor here is different from the physical definition of quality factor defined by
stored and dissipated energy since there is no energy storing mechanism in the
interferometer. The quasi-Q of the interferometer can be extremely high even to the order
of 106, as reported in [2.17], which is higher than that of most traditional resonators.
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The |S21|min magnitude is half the difference of A1 and A2. Then the 3 dB
frequency will be as follows from (2.10)
𝑐𝑐𝑐𝑐𝑐𝑐[𝛷𝛷(𝑓𝑓3𝑑𝑑𝑑𝑑 )] =

𝐴𝐴21 +𝐴𝐴22 −4𝐴𝐴1 𝐴𝐴2
2𝐴𝐴1 𝐴𝐴2

=

|𝐴𝐴1 −𝐴𝐴2 |2
2𝐴𝐴1 𝐴𝐴2

− 1 = 𝐵𝐵

(2.12)

Then with the fn from (2.5), (2.6), and (2.11), we can find Q as
𝑓𝑓

𝑄𝑄 = 𝛥𝛥𝑓𝑓 𝑛𝑛 = 2[𝑓𝑓
3𝑑𝑑𝑑𝑑

𝑛𝑛

𝑓𝑓𝑛𝑛

−𝑓𝑓(𝑐𝑐𝑐𝑐𝑐𝑐 −1 𝐵𝐵)]

=

(2𝑛𝑛−1)𝜋𝜋

2�(2𝑛𝑛−1)𝜋𝜋−

2𝜋𝜋𝜋𝜋𝜋𝜋
𝑓𝑓(𝑐𝑐𝑐𝑐𝑐𝑐 −1 𝐵𝐵)�
𝑣𝑣𝑝𝑝

(2.13)

The coefficient in (2.5) is simplified by assuming the two branches have the same
phase velocity. B gets closer to -1 as |A1-A2| gets smaller. Then the 3 dB frequency gets
closer to fn which leads to larger Q. From (2.13) we can also see that Q is large when n is
large for a certain frequency when the magnitude level is the same. These support the
conclusions that lower magnitude and larger n lead to a higher quasi-quality factor.

2.2.5 Data Fitting of Measured Interferometer Results
The measured S parameter from VNA of the interferometer is in the form of
logarithm and Fig. 2.4 (a) presents a typical measurement curve at -90 dB. The curve is
similar to the lower half of a logarithm curve, mirrored at the operation frequency. Fig.
2.4 (b) is the same curve, but with absolute data value. We can see that after returning the
logarithm values to absolute values, the curve has linear trends on both sides.
An interferometer is usually operated at a very low level, such as -90 dB in Fig.
2.4(a). This level is easily affected by the ambient environment, such as mechanical
vibrations and electromagnetic radiations from wireless communications. Therefore,
fluctuations might appear around the operation frequency point as in Fig. 2.4(a) and
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(a)
(b)
Fig. 2.4 (a) A typical interferometer curve. (b) the absolute value curve.

errors could happen if we use software to get the minimum S parameter and its
corresponding level from a large amount of measurement data. To avoid this error, a data
fitting process in Matlab is applied to the absolute value curve to fit the two sides into
two linear curves. The crossing point of the two curves indicates the frequency at which
the minimum S parameter should happen. The data fitting process could effectively
remove some noise and lower the S parameter level by around 10 dB compared to direct
reading from the measured S parameter.
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CHAPTER THREE
ANALYSIS OF SINGLE PARTICLE OVER CPW

In this chapter, we briefly introduce the development of microwave based cell and
particle measurements. Then the efforts by our group in this field are presented. Fig. 3.1
(a) shows a measurement of single particle passing over a CPW and Fig. 3.1 (b) is a
cross-section and it shows that that particle moves horizontally. The setup poses as a
difficulty to current numerical simulation software due to mesh operations. In order to
solve this problem, an analytical approach based on conformal mapping is presented in
section 3.2 which provides a potentially effective way to solve this problem. Before that,
the calculation procedure of the CPW field patterns is briefly described in 3.2.1, which is
the fundamental of the calculation. In 3.3, the calculation in 3.2 is applied into
microfluidic channel and the interferometer system for a complete application.

3.1 Introduction to RF Cell and Particle Measurement
Cell analysis with micro-fabricated systems becomes a hot research topic in the
recent decade with the development of microfluidic [3.1] and microsystem technology
[3.2] [3.3]. Micro-fabricated systems could provide cells with cues in a controllable and
cost effective fashion that cannot be achieved by traditional approaches, and be easily
linked to other detecting devices that probe the biomedical characters which governs cell
behavior [3.4]. As for particles, many efforts are made for particle counting with
microfluidic and microsystem technology [3.5].
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(a)

(b)
Fig. 3.1 (a) particle measurement with CPW (b) cross section of the CPW.

Among the sensing methods, microwave technique remains a promising approach
due to its label-free and cost effective nature [3.6]. Compared to traditional methods,
microwave techniques do not need the time-consuming procedures such as fluorescent
tagging or cell staining. As an example, a microwave interdigital capacitor is fabricated
and could differentiate live and dead cells in a broad band [3.7]. As an example of
particle detection, a micro-fabricated CPW detector is devised and could detect a particle
flow rate over 1.5*106 beads per hour [3.8]. The device is applied for cell identification
and sorting as well [3.9].
Our group has been working on measuring cells and particles with RF
interferometer for several years. As mentioned in chapter 2, live and dead yeast cells
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going through a microfluidic channel could be distinguished with an on chip
interferometer [2.8]. Efforts have been made to distinguish normal and infected red cells
as reported in [2.9]. Currently, projects on cell membrane heterogeneity and malaria cells
measurements are undergoing by applying the microfluidic and microfabrication
techniques into the RF interferometer system for potential high sensitivity applications.

3.2 S parameter When a Particle Passing over CPW
In order to find the S parameter when a particle passes over a CPW, we start from
the field patterns of a CPW. The particle is divided into many cross sections along the
signal line and the capacitance of each cross section is calculated separately. Then
integration along the signal line is used to find the total S parameter.

3.2.1 The Field Patterns of Ground CPW
CPW is the main RF sensor we use among the uniform transmission lines since it
has larger field intensity above the substrate [3.10]. Conformal mapping is the main
analytical method to analyze a CPW since the very beginning [3.11]. The impedance,
capacitance and effective permittivity of a CPW, including CPW, ground-CPW, with or
without multiple dielectric layers, could be readily calculated. The equations are
summarized in [3.12].
The basic procedure of analyzing CPW is to conformal map the electrical field
lines starting from the signal line ending on the ground planes into parallel capacitors. In
order to find the original field patterns, an inverse conformal mapping process from the
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(a)
(b)
Fig. 3.2 The field patterns (a) below and (b) above a ground-CPW (electrical
fields are black lines and magnetic fields are blue lines).

parallel capacitor to CPW is used. The details are described in [3.13] [3.14]. The method
divides the parallel capacitor into equal squares and then maps the square boundaries
back to the CPW, which are the field patterns of the CPW, as shown in Fig. 3.2 (a) and
(b): the signal line is from -1 to 1, the gaps lie in [-1.5, -1] and [1, 1.5], the two further
ends are grounds. A magnetic wall is assumed at the substrate and air surface in the gaps.
This method ensures that through each of the curvilinear squares the same power is
transmitted.

3.2.2 Analysis Procedure of a Cell over CPW
Perturbation method is a technique used to solve a model in which a small
material is introduced. It assumes that the actual fields of an RF device are not greatly
different from those of the unperturbed if small pieces of dielectric or metallic materials
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are introduced [3.15]. Thus, we assume that the field patterns are not altered by the
presence of cells or particles, which are dimensionally small compared to the RF device.
To analyze a cell or particle over a CPW, we first divide the model into several
cross-sections along the signal line direction. Capacitance is calculated along the signal
line direction for each cross section. In the end, the results of all cross sections are
integrated or summed to find the total effect caused by the presence of the cell or particle.
The first step is to find the capacitance per unit length of each cross section. With
the field patterns we obtained in 3.2.1, we can simply find the grids occupied by the cell
or particle in each cross section. Fig. 3.3 is the percentage of the grids occupied by a
radius = 1 particle over the same CPW described in Fig. 3.2. For each pixel in the figure,
the center of the particle lies exactly at the pixel. The plot shows effect of particle
position on the signal of the transmission line. We can see from the plot that the particle
has the most effect on the CPW when it is over the two edges of the signal line or right
above the gap. At some heights, as the particle departs horizontally from the center, the
phase change increases to the maximum at some position over the gap then decreases as
the particle moves over the ground plane. This is observed in some measurements and is
reported in [3.8] as well.
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(3.1) is the universal equation for calculating the capacitance of a transmission
line. From (3.1) we can see that the effective permittivity equals the mean permittivity
above the CPW if the electrical field is unaltered by the particle of cell. Therefore the
capacitance will be proportional to the effective permittivity
𝜀𝜀

𝐶𝐶 = |𝑉𝑉 |2 ∫ 𝐸𝐸� ∙ 𝐸𝐸� ∗ 𝑑𝑑𝑑𝑑
0

(3.1)

If the background permittivity is εeff0 and the permittivity with particle is εeff, the
propagation constant is proportional to the square root of its capacitance as in (3.2)
𝜀𝜀

𝛽𝛽 = 𝛽𝛽0 �𝜀𝜀 𝑒𝑒𝑒𝑒𝑒𝑒

(3.2)

𝑒𝑒𝑒𝑒𝑒𝑒0
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We then integrate (or sum) β along the signal line to get the phase change caused
by the particle. The sum arrives at the total electrical length difference caused by the
particle as in (3.3).
𝜀𝜀

𝑟𝑟

∆𝜃𝜃 = ∫−𝑟𝑟(𝛽𝛽 − 𝛽𝛽0 ) 𝑑𝑑𝑑𝑑 = 𝛽𝛽0 ∆𝑧𝑧 ∑ ��𝜀𝜀 𝑒𝑒𝑒𝑒𝑒𝑒 − 1�
𝑒𝑒𝑒𝑒𝑒𝑒0

(3.3)

Using the mean permittivity might cause troubles since the traditional approaches
of calculating capacitance are not as straightforward. We then tested another calculation
method from the parallel capacitor perspective. The dielectric layer between the parallel
plates is εr and there is a slab between the plates, whose permittivity is εr1 and its
thickness is qd while the total thickness of the capacitor is d. We have:
𝐶𝐶 =

𝜀𝜀0 𝜀𝜀𝑟𝑟 𝐴𝐴
𝑞𝑞𝑞𝑞

𝜀𝜀 𝜀𝜀 𝐴𝐴

𝜀𝜀

0 𝑟𝑟
∥ (1−𝑞𝑞)𝑑𝑑
= (1−𝑞𝑞)𝜀𝜀𝑟𝑟+𝑞𝑞𝑞𝑞 𝐶𝐶0
𝑟𝑟

𝑟𝑟1

(3.4)

From the EM field patterns of a CPW, we can map the grids occupied by the cell
or particle back to the parallel capacitor, as in Fig. 3.4. The parallel capacitor is further
divided into many capacitors in parallel. For each of them, the capacitance could be
found with (3.4) and the total capacitance is the sum of all the capacitors. One concern
was had that there might be reflections between the particle and the medium which is not
considered here. However, reflection is not taken into account in publications when
dealing with multilayer substrate CPW problems in the quasi-static analysis.
After finding the capacitance of each cross section, the effective permittivity and
the impedance of each section can be readily calculated. Along the signal line, the
impedance changes gradually. Below is the equation calculating reflection adapted from
small reflections calculation [3.15] for the symmetrical case as in the particle model.
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Fig. 3.4 Conformal mapping the CPW with particle to a parallel capacitor.

𝛤𝛤(𝜃𝜃) = 𝛤𝛤0 + 𝛤𝛤1 𝑒𝑒 −2𝑗𝑗𝜃𝜃1 … 𝛤𝛤𝑁𝑁−1 𝑒𝑒 −2𝑗𝑗(𝑁𝑁−1)𝜃𝜃𝑁𝑁−1 − 𝛤𝛤𝑁𝑁−1 𝑒𝑒 −2𝑗𝑗𝑗𝑗𝜃𝜃𝑁𝑁−1 … 𝛤𝛤1 𝑒𝑒 −2𝑗𝑗(2𝑁𝑁−2)𝜃𝜃1
− 𝛤𝛤0 𝑒𝑒 −2𝑗𝑗(2𝑁𝑁−1)𝜃𝜃0

= 𝑒𝑒 −𝑗𝑗(2𝑁𝑁−1)𝜃𝜃0 �𝛤𝛤0 𝑒𝑒 𝑗𝑗(2𝑁𝑁−1)𝜃𝜃0 − 𝛤𝛤0 𝑒𝑒 −𝑗𝑗(2𝑁𝑁−1)𝜃𝜃0 � + ⋯

+ 𝑒𝑒 −𝑗𝑗(2𝑁𝑁−1)𝜃𝜃𝑁𝑁−1 �𝛤𝛤𝑁𝑁−1 𝑒𝑒 𝑗𝑗𝜃𝜃𝑁𝑁−1 − 𝛤𝛤𝑁𝑁−1 𝑒𝑒 −𝑗𝑗𝜃𝜃𝑁𝑁−1 �

= 2𝑗𝑗𝑒𝑒 −𝑗𝑗(2𝑁𝑁−1)𝜃𝜃0 𝛤𝛤0 𝑠𝑠𝑠𝑠𝑠𝑠(2𝑁𝑁 − 1)𝜃𝜃0 + ⋯ + 2𝑗𝑗𝑗𝑗 −𝑗𝑗(2𝑁𝑁−1)𝜃𝜃𝑁𝑁−1 𝛤𝛤𝑁𝑁−1 𝑠𝑠𝑠𝑠𝑠𝑠𝜃𝜃𝑁𝑁−1

(3.5)

3.3 S Parameter of the Liquid Covered Transmission Line
The cell or particle is conducted through a microfluidic channel which lies over
the transmission line. The impedance of the uncovered transmission line is usually 50
Ohm, which we note as Z0. According to the impedance calculation equations in [3.12],
Z0 will be altered to Z1, usually decreasing to a value of tens of Ohms, if the transmission
line is covered by dielectric liquid. The covered length is l. Due to the lossy characteristic
at high frequency of the dielectric liquid, Z1 is usually a complex number. The Z0-Z1-Z0
structure has to be considered in the particle or cell analysis. The complex reflection seen
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from the air, the transmission into the liquid and the transmission into the air from the
liquid are as (3.6)
𝑍𝑍 −𝑍𝑍

𝛤𝛤 = 𝑍𝑍1 +𝑍𝑍0 ; 𝑇𝑇1 = 𝑍𝑍
0

2𝑍𝑍1

0 +𝑍𝑍1

1

; 𝑇𝑇2 = 𝑍𝑍

2𝑍𝑍0

(3.6)

0 +𝑍𝑍1

The total transmission and reflection coefficients can be calculated by summing
the infinite bouncing waves with the reflection and transmission coefficients in (3.6). The
results are validated in [3.16] which uses T matrix to arrive at the same result.
𝑺𝑺21 = 𝑇𝑇1 𝑇𝑇2 𝑒𝑒−𝛾𝛾𝛾𝛾 + 𝑇𝑇1 𝑇𝑇2 𝛤𝛤2 𝑒𝑒−3𝛾𝛾𝛾𝛾 + ⋯ =
𝑺𝑺11 = 𝛤𝛤 − 𝑇𝑇1 𝑇𝑇2

𝛤𝛤𝑒𝑒−2𝛾𝛾𝛾𝛾

− 𝑇𝑇1 𝑇𝑇2

𝛤𝛤𝑒𝑒−2𝛾𝛾𝛾𝛾

1−𝛤𝛤2

𝑒𝑒𝛾𝛾𝛾𝛾 −𝛤𝛤2 𝑒𝑒−𝛾𝛾𝛾𝛾

−⋯=

=

2𝑍𝑍0 𝑍𝑍1

(3.7)

2𝑍𝑍0 𝑍𝑍1 𝑐𝑐𝑐𝑐𝑐𝑐ℎ𝛾𝛾𝛾𝛾+�𝑍𝑍20 +𝑍𝑍21 �𝑠𝑠𝑠𝑠𝑠𝑠ℎ𝛾𝛾𝛾𝛾

2𝛤𝛤𝑠𝑠𝑠𝑠𝑠𝑠ℎ𝛾𝛾𝛾𝛾

𝑒𝑒𝛾𝛾𝛾𝛾 −𝛤𝛤2 𝑒𝑒−𝛾𝛾𝛾𝛾

=

�𝑍𝑍20 −𝑍𝑍21 �𝑠𝑠𝑠𝑠𝑠𝑠ℎ𝛾𝛾𝛾𝛾

(3.8)

2𝑍𝑍0 𝑍𝑍1 𝑐𝑐𝑐𝑐𝑐𝑐ℎ𝛾𝛾𝛾𝛾+�𝑍𝑍20 +𝑍𝑍21 �𝑠𝑠𝑠𝑠𝑠𝑠ℎ𝛾𝛾𝛾𝛾

Many works have been done in this direct way of dielectric liquid measurement
[3.16] [3.17]. From measured transmission and reflection parameters as in (3.7) and (3.8),
we could have (3.9) from which we could find the complex propagation constant
2 −𝑆𝑆 2
1+𝑆𝑆21
11

𝛾𝛾𝛾𝛾 = 𝑐𝑐𝑐𝑐𝑐𝑐ℎ−1 �

2𝑆𝑆21

�

(3.9)

When a particle or cell passes over the transmission line in the microfluidic
channel, the phase changes caused by the cell or particle as in (3.3) and (3.5) could be
inserted into (3.7) and (3.8), which are the transmission and reflection coefficients of the
sensor with particle and cell in the microfluidic channel. As for our interferometer, it is
recommended to combine the discussion in this chapter with that in chapter II for a
complete interferometer analysis.
Fig. 3.5 is an example of the analysis in Chapter II and III applied for a particle
measurement. The millimeter plastic particle is moved horizontally at a certain height
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(a)
(b)
Fig. 3.5 (a) calculated and (b) measured results of a particle measurement.

over the CPW in water with a micromanipulator at a step of 0.01”. The analysis gives a
same trend with the measurement results. There are some discrepancies, such as the
frequency shift from analysis is around 0.3 MHz and that from measurement is 0.5 MHz.
This is reasonable for the many factors that could not be included into the analysis such
as the inevitable errors. From Fig. 3.5 we can see that the analysis in these two chapters
could provide some insights into the RF interferometer.
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CHAPTER FOUR
EXPLOITING FILTER STOPBAND FOR RF INTERFEROMETER OPERATION

In this chapter, we evaluate the sensitivity enhancement of filters to the RF
interferometer. We also propose to exploit filter stop band for high sensitivity RF
interferometer operation by utilizing reflection scattering parameters. Combined with the
pass band filter operation, the modified RF interferometer effectively expands its
frequency coverage. The model in Section II is applied to analyze and predict
interferometer performance. A high pass filter (HPF) and a low pass filter (LPF) are
designed and built to demonstrate the interferometer operation as well as to verify the
model over a frequency range of 1-4 GHz. Lossy materials are shown to degrade filter
sensitivity enhancement effects significantly due to reduced group delay and lower RF
fields. Further work is needed to address the issue.

4.1 Introduction
Among the many microwave measurement techniques, including direct scattering
parameter measurement [4.1] and high quality factor resonator method [4.2], RF
interferometers have demonstrated the highest sensitivity and broadband frequency
tunability with convenient system design and operation flexibility [2.10]. Planar
transmission lines, e.g. coplanar waveguides and micro strip lines, have been used in
previous interferometers. Yet, the high sensitivity operation often requires a large stable
dynamic range, such as ~130 dB, for minute signal detection. Thus, sophisticated
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detection circuits are needed and the application of the interferometer in rugged
environments is limited. To address this problem, filters and resonators are proposed to
replace uniform transmission lines and enhance the interactions between the RF fields
and material-under-test (MUT). Thus, MUT signals are boosted considerably and the
required dynamic range is effectively reduced. The slowed probing wave velocity and
enhanced local field intensity, when compared with that of uniform transmission line, are
responsible for the improvement [2.14] [4.3].
However, only the pass band of the filters and resonators are utilized since the use
of transmission scattering parameters requires reasonable |S21|. Thus, the achievable
frequency coverage, i.e. the measuring of frequency dependent MUT information, is
limited to the pass-band of the filters and resonators. In this chapter, we propose and
demonstrate that the stop band of the filters can also be exploited for high sensitivity
interferometer operations, together with the use of their pass-band properties.
Measuring minute property change of lossy material at high sensitivity is an
important issue since biological and chemical MUTs are often lossy. For transmission
line interferometers, losses, such as DI water for DNA solutions, do not cause appreciable
sensitivity degradation since the system can be rebalanced with attenuators [4.4]. For
resonators, the quality factors will drop significantly due to lossy MUT [4.5]. Thus
interferometer sensitivity enhancement will also be reduced. For filters, lossy material
effects on their dispersion and wave velocity as well as techniques to compensate loss
effects are active research topics [4.6]. Thus, we investigate the effects of lossy material
on filter performance for interferometer sensitivity enhancement.
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To study the above mentioned issues, we design two compact CPW-based filters,
one LPF and one HPF. We also apply the mathematical model in Section II to predict the
sensitivity of the interferometers based on the broadband properties of the sensing
elements. The model is used to retrieve MUT property from measurement results as well.

4.2 The Design of the Filters
An LPF as in Fig. 4.1(a) and an HPF as in Fig. 4.1(c) are designed in HFSS and
ADS and fabricated with a milling machine on a Duroid 5870 laminate to investigate the
use of S11 in conjunction with S21 for MUT sensing. A reasonable transmission
coefficient in pass band with longer group delay τd and stronger local fields are the main
filter design considerations. CPW structure is used to build the filters since it is compact,
simple and uniplanar with smooth transitions for convenient fabrication and testing. A
pass band between 2 and 3 GHz is selected. The pass-band together with its adjacent stop
band used for |S11|min measurement is within the operating frequency of our available
circuit components. A CPW is built for sensitivity comparison. The total physical length
and width, signal line and gap width of the filters and the comparison CPW are the same
as depicted in Fig. 4.1(a) (c). Polydimethylsiloxane (PDMS) is used as MUT.
The LPF is comprised of two back-to-back short-end CPW series stubs [4.7]. In
Fig. 4.1(a), Lf = 19 mm and Wf = Gf = 0.4 mm. Its equivalent circuit in Fig. 4.1(b) is a
simplified model originated from [4.7] neglecting capacitors between the narrower signal
lines and the branched arms: L1 = 4.46 nH, L2 = 0.06 nH, C1 = 1.31 pF. The element
values are obtained through parameter fitting. The HPF contains two shunt inductors (no
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(a)

(b)

(c)
(d)
Fig. 4.1 (a) Layout of the LPF. (b) An equivalent circuit model of the LPF.
(c) Layout of the HPF. (d) An equivalent circuit model of the HPF.

air bridge) and a series interdigitated capacitor (IDC) as in Fig. 4.1(c): Lc = 11.4 mm, Gc
= 0.2 mm, Wc = 0.36 mm, Ll = 5.6 mm, Gl = 0.64 mm, Wl = 0.25 mm. Its circuit model is
in Fig. 4.1(d): L1 = 1.1 nH, C1 = 0.9 pF, L2 = 1.65 nH, C2 = 0.7 pF. It is similar to one cell
of the composite right hand transmission line metamaterial [4.8] and it is expected to
have a negative propagation coefficient. The IDC value C1 and the shunt inductor L2 are
extracted from ADS. The parasitic series inductance L1 and the shunt capacitor C2 are
obtained from parameter fitting to fit the circuit response curve to that of simulated one.
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The transmission coefficients of the filters and the CPW are shown in Fig. 4.2(a).
The results from the equivalent circuit modeling, full wave simulations shown as dashed
lines and measurements shown as solid lines agree with each other reasonably well. The
filters enable the interferometer to operate with S21 between 2 and 3 GHz. Higher
insertion loss will affect S21 sensitivity. The group delay diagram, both measured (solid
lines) and simulated (dashed lines), in Fig. 4.2(b), shows that the LPF has slow waves,
mainly due to the large inductance from the reduced center conductor width. The
discrepancy of the HPF delay is due to the dropping as shown in Fig. 4.1(a). Simulation
shows approximately 2 times larger |Erf| at MUT position in Fig. 4.1(a) near the cut-off
frequency fc compared to the field of the CPW. For the HPF, it has around 4 times larger
group delay and the coupling IDC creates around 5 times larger |Erf| in the interdigitated
gaps near fc. Therefore, the filters are expected to achieve stronger RF-MUT interactions
than the CPW due to the longer interaction time τd and stronger field intensity in the S21
measurement. Fig. 4.2(c) shows |S11| of the filters. As expected, reflections in the stop
bands are strong. Their group delays, as in Fig. 4.2(d), are smaller than the delay of
transmission in pass band. The field distribution in stop-band of the filters shows a
greater intensity at the filter and transmission line junction than in the pass-band. Thus,
we put MUT at these junction positions in S11 measurements. Based on the above
observations, we expect the S11 and S21 operations have similar sensitivities.
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(a)

(b)

(c)
(d)
Fig. 4.2 (a)(b) |S 21 | and transmission delay of the CPW and the filters in pass
band. (c)(d) |S 11 | and reflection delay of the filters in stop band.

4.3 Interferometer Operations
The obtained filters and CPW are incorporated into the system in Fig. 2.1 to
investigate interferometer performance. A small PDMS sample (2mm ×0.5mm ×0.5mm)
is used as dielectric MUT and placed at where |Erf| is the strongest, such as the locations
indicated in Fig. 4.1.
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(a)

(b)

(c)
(d)
Fig. 4.3. Measurement results. (a) Broadband interferometer operation. (b) A zoom-in
view of the 8th minima. (c) Measured and calculated Δ|S21|min, and (d) Δf of the
interferometers.

4.3.1 Sensitivity Enhancement Test: Measuring S21
For convenience, we choose Φ so that the 8th to 10th minima of CPW and LPF
based interferometers lie between 2 and 3 GHz, as shown in Fig. 4.3(a). Only one CPW
and one LPF are used in MUT branch of Fig. 2.1 for CPW and LPF measurements. For
HPF, the minima numbers are difficult to recognize due to large insertion loss at low
frequencies. One HPF is used in each branch to cancel out the non-zero phase at DC for
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simplicity in analysis. At each harmonic, R1 and R2 in Fig. 1 are tuned to achieve a |S21|min
of -60 dB, as shown by the solid lines in Fig. 4.3(b) for the 8th minima. The system is
stable and reliable for investigation at the level of -60 dB. The MUT is then introduced to
shift the curves to the dashed lines in Fig. 4.3(b). In Fig. 4.3(b), the CPW and HPF plots
have been shifted 36.3 and 153.4 MHz higher, respectively, relative to their original
value in (a) for clearer comparison. Fig. 4.3(c)-(d) show the measured Δ|S21|min and Δf at
three frequencies. It is shown that the HPF enables the highest sensitivity in both Δ|S21|min
and Δf followed by LPF. The Δf trend agrees with the group delay qualitatively. The
Δ|S21|min of filters are much larger than that of CPW due to stronger interactions between
the PDMS slab and RF fields despite their higher insertion loss.
The dashed lines in Fig. 4.3(c) and (d) are calculated results with the equations
described in section II. Broadband measurement results of the filters and comparison
CPW are used for calculation. The calculated results are also validated by simulations at
frequencies around the symbols by importing broadband filter measurement results, with
and without MUT, into a circuit model of the interferometer in Fig. 2.1. The predictions
of measured sensitivity from calculation are reasonable even though the measured results
are significantly lower. A possible reason for the discrepancy is that the frequency
dependent properties of actual circuit components are not considered in calculation and
simulations.
To obtain the permittivity from the measured scattering parameters of a given
MUT at a given MUT location, we use (2.5)-(2.7). First, ΔΦF, which is the phase change
of the interferometer caused by MUT, is obtained with (2.7) and the measured Δf in Fig.
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TABLE 4.1
Calculated MUT permittivity from interferometer measured results
Sensor Type

1

2

3

CPW

3.0921

2.8600

2.1223

LPF

3.0494

2.4137

1.9445

HPF

2.4884

2.3195

2.4582

4.3(d). The magnitude information is not used here since the components in the system
shows magnitude variation as frequency shifts. Then, parametric simulations in HFSS are
conducted for the comparison CPW and filters to provide a relationship between ΔΦF and
the permittivity of the MUT. Compare the results from the two steps, MUT permittivity
is obtained, similar to the process in [4.9]. The calculated results are shown in Table 4.1
for the 3 frequencies in Fig. 4.3(d) as 1-3.
The calculated εr ranges between 2 and 3, which is the often reported permittivity
of PDMS. The HPF and the two higher frequency points of LPF give smaller permittivity
values, which are also indicated in the calculated results (frequency shifts) in Fig. 4.3(d)
since the measured results are smaller than the calculated ones. The deviation is believed
to be caused in part by the uncertainty of MUT locations in Fig. 4.2.

4.3.2 Fundamental mode operation: higher sensitivity
We modified the branch length of the interferometer to satisfy n = 1 at 2.35, 2.65
and 2.95 GHz respectively for the filter and CPW based system operation. The filters and
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CPW are the same as in previous experiments with only different cables. Fig. 4.4 shows
that the filters yield larger Δf and Δ|S21|min than those in Figs. 4.3 (c) and (d), which also
agree reasonably well with the calculated results, i.e. fundamental frequency operation
produces close to (2n-1) times larger Δf. The Δ|S21|min parameter is larger than the results
in Fig. 4.3 since the frequency dependent transmission coefficient contribute to the larger
amplitude change.
When an HPF is used in MUT branch while a CPW is used in REF branch, the
results around 2.96 GHz are shown in Fig. 4.5. Smaller HPF Δf is obtained compared
with the results in Fig. 4.4(b). There are a few possible reasons for the observed lower
sensitivity. First, the HPF induces additional phase delay, i.e. Φ0 in eq. (1), compared
with CPWs. The delay makes the equivalent branch length longer. As a result, the
interferometer may be working at higher harmonics mode at the targeted frequency.
Another reason is that the frequency dependent A1 ignored in section II makes the
interferometer work with a different mechanism from the analysis in II. For ease of
analysis, we assume that A2 and Φ are frequency independent and Φ = π+δφ when MUT
is induced. It can be shown that |S21|min happens at A1 = A2cosΦ and |S21|min = |A1sinδφ|. In
this case, δφ causes |S21|min to shift vertically other than horizontally.
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(a)
(b)
Fig. 4.4. Measured sensitivity at n = 1 of the interferometer. (a) Δ|S 21 | min ,
with calculated Δ|S 21 | min caused by MUT. (b) Δf with calculated results.

4.3.3 Lossy Materials
Dielectric measurements are often carried out with the presence of lossy material,
such as DNAs in lossy buffer solutions [4.4]. The lossy buffer may alter the dispersion
relationship of the filters and reduce their sensitivity enhancement effects. To investigate
lossy material effects, an absorbing material of 3mm × 3mm × 9.5mm (MT-30, Cumming
Microwave) is placed on the sensing structure surface along the signal line direction, as
indicated by the dashed rectangle in Fig. 4.1. It covers the two CPW gaps of the CPW.
Fig. 4.5 (a) and (b) show the measured broadband transmission coefficients and the delay
of the filters before and after introducing the lossy material. For the HPF, the
transmission coefficient almost stays the same since the permittivity of the lossy material
shifts the curve left. The electrical field intensity decreases after the lossy material is
introduced on filters and CPW. The delay of the filters is deteriorated when loss is
introduced. Thus, loss of sensitivity for filters based interferometers is expected.
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(a)

(b)

(c)
(d)
Fig. 4.5 Measurement results with lossy materials. (a)(b) |S 21 | and delay of
the CPW and the filters (c) (d) Measured and calculated Δ|S 21 | min and Δf of
the interferometer with lossy material.

TABLE 4.2
Calculated MUT permittivity with lossy material
Sensor type
1
2
3
CPW

2.5029

2.7460

3.0336

LPF

2.4157

2.6680

2.5721

HPF

2.7063

2.4053

3.0350

The interferometers are then tuned to -60 dB with the lossy material on the filters
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and the CPW. The dielectric MUT is still placed where the electrical field is the strongest
as in the measurements for sensitivity analysis above. The results are summarized in Figs.
4.5 (c) and (d). For both Δ|S21|min and Δf, CPW has minimum degradation while filters
experience more than twice Δf degradation due to loss effect. Δf degeneration trend is in
agreement with the conclusions that group delay drops more significantly around cut-off
frequency for filters and Δf is directly related to group delay. For Δ|S21|min, filters drop by
half and CPW retains the same level. The calculated permittivity from each Δf are listed
in Table 4.2. Loss effect on resonator is also evaluated with the resonator designed in
[4.3]. Simulation and measurement results show that loss has similar effects on resonator
and filters. Nevertheless, filters and resonators can still enhance interferometer sensitivity
significantly when compared to CPWs.

4.4 Sensitivity Enhancement Test: Measuring S11
The setup in Fig. 2.1 allows the tuning of S11 in stop-band of the filters. Fig.
4.6(a) is the broadband performance of the interferometer between 2 and 4 GHz with an
LPF in each branch. Fig. 4.6(b) is a zoom in view at ~2.55 GHz after tuning both S11 and
S21 to ~ -60 dB. The S parameter starting levels, i.e. |S11,0| and |S21,0| in Fig. 4.1, of the
interferometer follow the broadband |S11| and |S21| trend of LPF, respectively.
S11 and S21 can be tuned simultaneously at the same frequency point or different
frequencies, such as Figs. 4.7(b)(c). However, for high sensitivity operation, it is easier to
tune S11 and S21 separately, using one at a time. Therefore, in measurements below, we
only tune S11 in stop-band with the same interferometer setup used for Fig. 4.4. A filter is
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used in each branch to provide sufficient reflection for proper operation.
The results of Δ|S11|min and Δf are summarized in Figs. 4.6(d) and (e). It is shown
that Δ|S11|min is on the same order with Δ|S21|min, but Δf is only half the values of S21
measurements. This is reasonable since the reflection wave travel distance doubles, and
the frequency sensitivity is degraded according to previous analysis. These results show
that the use of S11 effectively expands the working frequency to stop-band and is
potential for high sensitivity measurement due to the strong field intensity.
The use of S11 is also attempted with CPW based interferometers. But the
obtained results do not show reliable and repeatable trend. Much weaker reflections,
since there is no stop-band, could be the main reason.
Quadrature hybrids were used to replace power dividers to obtain S11 information
at the same operating frequency in [2.16]. No tuning was considered to achieve high
sensitivity S11 operation. When such hybrids are used in Fig. 2.1 to replace the power
dividers, the reflection signals can also appear at the input port of the left hybrid.
In summary, the interferometer architecture is modified to allow the tuning of S11.
Thus, the working frequency bandwidth is expanded to include the stop-band. It is shown
that the interferometer has similar sensitivity in stop-band as in pass-band. Thus, six-port
circuit reflectometers could be exploited to build on chip interferometer system with the
circuit in Fig. 2.1 [4.16]. Furthermore, the proposed model predicts the sensitivity of the
interferometer reasonably well. Nevertheless, lossy materials degrade sensitivity
enhancement effects of filters and resonators due to reduced group delay. Further work is
needed to overcome this issue.
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(a)

(b)

(c)

(d)

(e)
Fig. 4.6 (a) Broadband interferometer operation with LPF measuring S11 and S21 at the
same time. (b)(c) A zoom-in view at ~2.55 GHz measuring S11 and S21 at the same time.
(d) Measured Δ|S11|min and (e) Δf of S11.
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CHAPTER FIVE
RF INTERFEROMETER FOR VOLATILE ORGANIC COMPONENTS DETECTION

In this chapter, an application of the RF interferometer measuring volatile organic
component (VOC) is described. Micrometer sensors are designed, fabricated and
incorporated into the RF interferometer to test the S parameter response after certain
concentration VOC gas is introduced to the surface of the sensors. The sensors are coated
with PGMA polymer and a gas dilution system is built to give exact concentration gas.
Preliminary results show that the RF interferometer could response effectively to VOC
and further work is needed to decrease the limit of detection.

5.1 Introduction
An urgent need for reliable and quick detection of chemical warfare agents
(CWA) and toxic industrial chemicals (TIC) is on the rise due to the increasing threaten
of CWA and TIC to public safety. Many detection methods have been intensively
explored, such as the traditional gas chromatography, laser spectroscopy and acoustic
wave sensors [5.1] [5.2]. Electrical method detecting VOC are developed as well, such as
the chemical sensitive capacitors [5.3] [5.4]. Electrical approach in the RF frequency
bandwidth is a relatively new method being investigated in recent years [5.5] [5.6] [5.7].
The previous work demonstrates the potential advantages of high sensitivity, real time
response, low cost and portability of VOC detection with RF approach. To this end, the
primary objective of this work is to evaluate the RF interferometer method exploiting RF
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sensor coated with specific polymer for application of highly sensitive, selective, near
real-time (NRT) monitoring of CWAs and TICs.
The RF interferometer has been proven highly sensitivity in terms of dielectric
changes detection while chemo-selective polymers provide the fundamentals of detection
and selectivity. A vapor dilution system is developed and built to achieve low
concentration vapor with high accuracy. Micrometer sensing transmission lines (TL) are
designed and fabricated to improve the sensitivity compared with previous millimeter
sensors. Preliminary millimeter dimension coplanar waveguide (CPW) sensors are tested
for detection of saturated volatile organic chemical (VOC) vapor and the results show
that polymer contribute to the output signal in comparison with sensors without polymer.
Micrometer CPW sensors based on gold deposited silicon wafer are then tested. A limit
of detection on the level of hundred ppmv and a response time of a minute are achieved.

5.2 Methods and Procedures
5.2.1 Polymer Coating
Based on the volumetric and swelling mechanism of polymers after absorbing
VOC molecules, polymers are promising for high sensitivity and high selectivity
detection of CWAs and TICs with the RF interferometer. Polymer coated on a sensor will
experience a dielectric change caused by volumetric swelling, the molecules it absorbs,
the molecular structure changes caused by the absorbents etc. in the presence of volatile
molecules. Previous work has confirmed that polymers, such as polymer glycidyl
methacrylate (PGMA), swell to different volume ratio to different VOC vapors and
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polymers are successfully used to differentiate vapors in combination with optical
devices [5.8].
PGMA is used as the absorbing layer for the experiments. The polymerization
was carried out in methyl ethyl ketone (MEK) at 45 °C. Azobis was used as an initiator.
The polymer so obtained was purified by multiple precipitations from MEK solution in
diethyl ether. To obtain PGMA films, PGMA was dissolved in MEK at different
concentrations and thin films were deposited on the substrate by dip coating after
cleaning the sensor. After dip coating process, the sensors are annealed for hours to
strengthen the polymer coated.

5.2.2 Gas Dilution System
Some common VOC including: acetone, ethanol, methanol and isopropyl alcohol,
are tested to evaluate the capability of the proposed method for measuring CWAs and
TICs. In order to achieve low concentration VOC vapor, a gas dilution system is designed
with its schematic shown in Fig. 5.1 (a) and built as in Fig. 5.1 (b). VOC liquid sample is
kept in a closed glass bottle at constant temperature provided by a thermal bath. The
vapor pressure of the VOC can be found with regard to the temperature, which could be
further used to calculate the exact concentration diluted with carrier nitrogen. The
thermal bath is set to a temperature near room temperature in order to avoid concentration
changes caused by heat transfer after the vapor enters the tube. After sufficient headspace
time, a first flow of high purity nitrogen, used as carrier gas, was controlled by one mass
flow controller (MFC) of full scale 0–10 ml/min and let into the vapor container by
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(a)

(b)
Fig. 5.1 The schematic of the gas dilution system.

opening the valves manually. The VOC was then diluted with a second flow of air
controlled by the other MFC of full scale 0–200 ml/min and then transported to the
chamber where the polymer coated sensor was placed. Another MFC with full scale of 010 L could be included into the system to give even lower concentration. The vapor flow
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goes out in the other end to the ambient environment after rinsing the polymer coated
surface.
The chamber was attached to the sensor by several wood pieces. The chamber is
isolated to the ambient environment by an O-ring, which provides excellent air isolation
and electrical isolation as well. The tubes are mainly made from copper and brass, which
are compatible with VOCs to test including acetone, methanol, ethanol etc. The system
could dilute common VOCs to a concentration level of hundred ppmv and CWA
simulants to a level of ppbv with high accuracy since the accuracy of MFC is guaranteed
with a flow rate higher than 10% of its full scale.

5.2.3 RF sensors design
For the purpose of increasing RF interferometer sensitivity, we design three
sensors CPW based structure. The sensitivity of the RF sensor gets higher as the feature
size of the sensor gets smaller. However, the current sensor fabrication techniques stop at
micrometer level, which is popularly referred to as microelectromechanical systems
(MEMS). Therefore, the sensors designed are based on 10 micrometer technique, which
is the minimum size most micro-fabrication companies could handle. The substrate is
fused silica with a thickness of 1mm, which is a high frequency dielectric material. The
deposited gold is 2 um. The total size of the sensor is 2” * 0.5” and the schematics of the
sensors are shown as figure 5.2.
The CPW in the first layout of Fig. 5.2 is a traditional CPW with 0.5” micrometer
sensing length to accommodate the size of the gas chamber. The width and gap of the
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micrometer part is 3.2 mil and 0.4 mil respectively. In order to increase the sensing area,
the mitered structure CPW is designed as shown in the second layout of Fig. 5.2. Five
zigzags are used to increase the sensing length by 6 times, which could increase the
sensitivity by around 5 times. Corners are trimmed to guarantee transmission coefficient.
The third layout in Fig. 5.2 is a CPW IDC which is the most popular structure for low
frequency electrical sensors. A zoom-in view shows the interdigital fingers of the IDC,
which has 32 pairs of fingers. And it would be interesting to test the IDC to compare to
transmission structures such as the CPWs. The transmission coefficients are summarized
in Fig. 5. 3 and we can see that the sensors have acceptable |S21| in a wide frequency
range.
We use simulation software and analytical equations to obtain expected response.
HFSS is used for simulation and importing meshes is used between the same models with
different dielectric to remove the effect of mesh and the simulation results are only results
of polymer dielectric. In analytical analysis, conformal mapping is used for calculation.
The polymer on the metal is not considered since it is too thin compared to the metal
width. Only the polymer in between the gaps of the CPW is used for analytical
calculation. In evaluation, the dielectric constant of polymer is changed from 2.1 to 2.5,
which is reasonable in terms of polymer. The exact geometrical parameters are used as in
the designs. For micrometer CPW equations give 0.1082° phase change and simulation
gives 0.0811° phase change at 10 GHz. The analysis helps explain the fundamental of the
signal detected and it could be used to deduce polymer volumetric swelling in the future
experiments.
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Figure 5.2. The layout of the sensors.

5.2.4 Vapor effect considerations
The goal of the project is to maximize the effect of polymer. However, VOC
vapors might affect the measurement results as well as it fills the whole chamber expect
the polymer, especially when the interferometer is highly sensitive. From published
results in the past, we believe that the VOC vapor in the chamber will not affect the RF
interferometer signal for two reasons. Firstly, the dielectric of VOC vapor is much lower
than making a weighted sum of the liquid vapor sample and the carrier gas by their parts.
For example, the permittivity of saturated water vapor from publication is only 1.000167
at room temperature. Besides, a value on the 4th digit is below the limit of detection the
RF interferometer could distinguish from carrier gas. Thus, we can deduce that, for other
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Figure 5.3. The measured transmission coefficients of the sensors.

common VOCs used in our experiments, they have little effect on the RF output signal as
well. Another reason that vapor has little effect is that all reported electronics gas
detectors that exploited similar feature size, such as, conducting metal width and vapor
and polymer thickness, did not mention the vapor effect to their measurement results. For
the above two reasons, we can say that vapor does not contribute to the measured results
of interferometer, awaiting further experiments to validate.

5.3 Results and Discussions
5.3.1 Preliminary results with millimeter CPW sensors
The first group of experiments is carried out on millimeter feature size CPW
sensors to preliminarily evaluate the RF interferometer method of detecting VOCs. The
CPW is covered all over with PGMA, whose thickness is around 100 nm. The length,
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width and gap of the CPW are 50.8mm, 1.4 mm and 0.152 mm, respectively, and the
substrate is Duroid 5870. Saturated vapor is tested for the experiments by injecting VOC
liquid into the chamber through the silicone tube. The chamber is simply made from a
plastic petri dish, which has the problem of leakage.
The RF interferometer system is adjusted to a level of below -85 dB and the
stability is assured before injecting the VOC liquid. As soon as the liquid is injected, we
began to record data every half a minute. Figure 5.4 plots the figure shifting process with
time at one minute interval after acetone is injected. As can be seen, the frequency of
|S21|min shifts right as the polymer absorbs the vapor. An almost real-time response is
observed. Due to the effect of external noise, only frequency information is trustworthy
for analysis purpose, since the amplitude changes caused by the vapor is smaller than the
effects of noise. The lid of the chamber is opened at 10 minutes after injection and the
time is sufficient for all VOCs used to reach to the state of saturation. All measurement
results show that the frequency shifts to the starting point before vapor is formed in the
chamber. This confirms that the signal observed is caused by the VOC vapor.
Five VOCs are measured: acetone, methanol, ethanol, hexane and isopropyl
alcohol (IPA). In order to evaluate to what extent PGMA contributes to the frequency
shift, measurements are also carried out with uncoated CPW in exactly the same setup.
Table 5.1 summarizes the maximum frequency shift of the two different setups
and the time it takes to reach saturation. From the data, we could conclude that the RF
interferometer has a larger frequency shift with polymer coated sensors that uncoated
sensors and the sensing system has an almost real-time response. It indicates that the
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Figure 5.4. Measured RF signal at different times after VOC liquids are
injected into the chamber.

polymer absorbing the VOC molecules could help us identify different VOCs. However,
different from the published results from other groups that vapor alone does not affect the
electric signal, we observed frequency shift with uncoated CPW sensor. We believe it is
caused by the phenomenon that VOC molecules are attached to the Duroid substrate,
which is a kind of polymer. In order to maximize the PGMA effect and remove the vapor
effect on the RF signal, other sensors are designed and tested with the substrate of glass.
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5.3.2. Results with micrometer CPW sensors
Theoretically, the sensitivity of RF sensor increases as the feature size of the
sensor decreases. Therefore, we use micrometer CPW for the second group of
measurements with the gas dilution system. Before starting doing measurements, we have
Table 5.1
Summary of preliminary measurement results
VOCs

Δf/KHz with polymer

Δf/KHz W/O polymer

Response time/min

Acetone

40

30

5

Methanol

12.5

7.5

4

Ethanol

-17.5

-10

6

Hexane

7.5

2.5

3.5

IPA

2.5

0

3

checked with soap water that all connecting parts of the gas dilution system are intact.
We also double checked with another mass flow meter that the total flow at the output
end equals the sum of the flow rates of the two MFCs. The thermal bath is set to a
temperature of 22°C closer to room temperature to avoid thermal exchange in the tubing
part. The RF interferometer was tuned to below -85 dB before the valves are open. The
measurement system is assured to be stable before experiment. A MATLAB program is
run to record |S21| trace automatically every 6 seconds. Each measurement lasts 6 minutes
and the valves are open at the beginning and shut off at 3 minutes. 2000 and 5000 ppmv
concentrations are tested for acetone and ethanol for all three sensors at 3 different
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frequencies ranging from 1 GHz to 8 GHz. Each measurement is repeated twice. Totally
72 measurements are conducted. An IFBW of 100 Hz and span of 500 KHz are used.
Fig. 5.5 is one measured result with 500 ppmv acetone at 7.469 GHz. From
measurement results, we can see that the RF interferometer could detect acetone at a level
of hundreds ppmv and have a response time less than a minute. After 200 seconds, gas
with acetone travels to the chamber and the frequency of |S21|min shifts left. After the same
amount of time after closing the valves, the curve returns to the starting position and this
proves that the changes measured are caused by the gas with acetone.
The obtained results of frequency shifts are summarized in Fig. 5.6 for 2000 and 5000
ppmv acetone and ethanol. From the results, we can see that the IDC has similar
sensitivity to that of CPW and the meandered CPW has the strongest sensitivity since it
has the largest interaction area for the same chamber. We can also see that as frequency
increases, the sensitivity increases due to a longer electrical length. 5000 ppmv causes
larger response than 2000 ppmv and we can use this information to obtain the
concentration from measurement results. Also, the two tested chemicals showed different
patterns for different devices and this information is potential to distinguish chemicals As
for the limit of detection, hundreds of ppmv has been shown achieved as in Fig. 5.5. This
limit of detection is comparable to other electrical methods detecting VOCs and it is
possible that we can have better results by using the high sensitive polymer.
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Figure 5.5. |S 21 |min changing with time for 500 ppmv acetone at 7.469 GHz.
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(a)

(b)

(c)

(d)

Figure 5.6. Summarized frequency shift (a) 2000 ppmv acetone; (b) 5000
ppmv acetone; (c) 2000 ppmv ethanol; (d) 5000 ppmv ethanol.

62

REFERENCES
[5.1] Zimmermann, Céline, et al. "A love-wave gas sensor coated with functionalized
polysiloxane for sensing organophosphorus compounds." Sensors and Actuators B:
Chemical 76.1 (2001): 86-94.
[5.2] Matatagui, D., et al. "Array of Love-wave sensors based on quartz/Novolac to
detect CWA simulants." Talanta 85.3 (2011): 1442-1447.
[5.3] Mlsna, Todd E., et al. "Chemicapacitive microsensors for chemical warfare agent
and toxic industrial chemical detection." Sensors and Actuators B: Chemical 116.1
(2006): 192-201.
[5.4] Kitsara, M., et al. "Single chip interdigitated electrode capacitive chemical sensor
arrays." Sensors and Actuators B: Chemical 127.1 (2007): 186-192.
[5.5] Potyrailo, Radislav A., and William G. Morris. "Multianalyte chemical
identification and quantitation using a single radio frequency identification sensor."
Analytical chemistry 79.1 (2007): 45-51.
[5.6] Rossignol, J., et al. "Microwave-based gas sensor with phthalocyanine film at room
temperature." Sensors and Actuators B: Chemical 189 (2013): 213-216.
[5.7] Zarifi, Mohammad H., et al. "Microbead-assisted high resolution microwave planar
ring resonator for organic-vapor sensing." Applied Physics Letters 106.6 (2015): 062903.
[5.8] Giammarco, James, et al. "Towards universal enrichment nanocoating for IR-ATR
waveguides." Chemical Communications 47.32 (2011): 9104-9106.

63

CHAPTER SIX
SUMMARY
In this work, the additive RF interferometer is investigated. Different aspects on
how the RF interferometer works are described: an analytical model is given to relate the
broadband response to the phase difference; the model relates measurement results
including frequency and magnitude shift to MUT properties; more general situations of
the interferometer are discussed. The analysis of single particle passing over a coplanar
waveguide in microfluidic channel is presented and combined with the RF interferometer
model to validate a group of measurement results. The solution given might be applied to
single cell measurement. Then the RF interferometer sensitivity is enhanced by
incorporating filters and functionally expanded by using the reflection coefficients at the
same time with transmission coefficients. In the end, an application of measuring gas
with the RF interferometer is presented. The gas dilution system is built and connected to
the interferometer and preliminary results are presented.
The interferometer has demonstrated great sensitivity performance in multiple
measurement applications. Future effort will be focused on quantifying the detection
results with the designed filters. As for the gas measurements, new highly sensitive
polymer will be tested to find the limit of detection of the built sensors. Multi branches
interferometers are found be very sensitive and this technique might help in improving
the sensitivity as well.
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